INSTALLATION REPORT

DataMaster DMT: 104609

Location: UVMPD
Calibration Date:  12/15/2011
Certification Date: 12/16/2011
Installation Date:  12/22/2011
Installed by: KIRK L KIMBALL

Site meets specification in doc P-ALC-210

Default Options Loaded
Diagnostic Results

VERSIONS
DMT: 1.01
PIC: 2.05
Modem: 2.2
Questions: 2.0
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

<<

534 Hz

PUMP INFO
Flow Rate = 6.150 L/M

DETECTOR INFO
PUMP ON

MAX (V) -0.0404
MIN(V) -0.0419

OFF
-0.0372
-0.0390

FILTER INFO

Filter 1 -0.039
Filter 2 0.284
Filter 3 -0.039

true
true
true

Zero
Zero
Zero

CALIBRATION CHECK
Xg = 0.077 1.01%

INSTALLATION PASSED

Performed by XL k/

Reviewed byg(

Accuracy and Precision Check

DMT Serial Number #104609

Concentration =0.100 g/210L
Lot # =12-45-100
Range =0.095-0.105
Average =0.098 g/210L
Std Dev =0.0000
RF Detection Test

Passed
Sample Acceptance Test

Passed
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Alcohol (g/210L)

0.0911 — Flow Rate(L/M) 36.0
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 16.0
0.03 12.0
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